[Continuous-flow determination of delta-aminolevulinic acid in urine (author's transl)].
The automatic determination of urinary ALA using a continuous flow methodology, is described. The amplification of the measured signal, with an adjusted range expander, allows to reduce the sample volume and to decrease drastically the effects of interfering substances. The results are compared with the reference method of Davis and Andelman [11].